
SPHM CHAMPION RESPONSIBILITIES 
 Assure that all lift equipment is fully charged 

 See Battery indicator.  Ensure that the battery is at least 75% charged. Plug 

in lift ensuring that plug is connected to both the wall and the lift.  The yel-

low ‘charge’ light will light up if lift is charging. If the battery will not charge 

first change out battery with another lift or a battery on a charging dock.  

If the battery  will not charge place a repair request with Bio-med.  

 Assure that all lift equipment is in proper working order 

 Unplug each lift and press up and down arrows on the handheld controls 

ensuring that the lifts are functioning properly. 

 Place work order to Bio-Med for any needed repair 

 If the lift or battery is improperly functioning, place a request for repair with 

Bio-Med.  Ask your HUS to assist you in making a request if you are unfamil-

iar with the process. 

 Assure adequate SPHM accessory supply 

 Check your supply of slings, repositioning sheets, Sabina vests, and slider 

sheets.  If you have inadequate supply for your shift, please contact EVS 

for additional supply. 

 Respond to EVERY pt fall with total lift and appropriate sling 

 Respond to every fall with a lift and sling. (see Floor Recovery Instructions 

located on the Shift Leader page for further detail)  The lift with a sling 

should be used to recover a fallen patient unless the RN determines, upon 

assessment, that a backboard should be used instead or that the lift is con-

traindicated.  Be sure that it is documented in the post fall huddle that 

SPHM equipment was used to recover the patient. 

 Assist transport as needed with transfers using SPHM equipment. 

 When needed, the SPHM Shift leader will assist transport to transfer a pa-

tients when total lift SPHM equipment is needed. 
 SEE Intranet Department Page under Safe Patient Handling and Movement or Unit 

Based SPHM Binder for further information or instruction on specific use of SPHM 

equipment. 
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